Purpose The aim of this study was to compare the radiation dose, image quality and 3D spine parameter measurements of EOS low-dose and micro-dose protocols for in-brace adolescent idiopathic scoliosis (AIS) patients. Methods We prospectively included 25 consecutive patients (20 females, 5 males) followed for AIS and undergoing brace treatment. The mean age was 12 years (SD 2 years, range 8-15 years). For each patient, in-brace biplanar EOS radiographs were acquired in a standing position using both the conventional low-dose and micro-dose protocols. Dose area product (DAP) was systematically recorded. Diagnostic image quality was qualitatively assessed by two radiologists for visibility of anatomical structures. The reliability of 3D spine modeling between two operators was quantitatively evaluated for the most clinically relevant 3D radiological parameters using intraclass correlation coefficient (ICC). Results The mean DAP for the posteroanterior and lateral acquisitions was 300 ± 134 and 433 ± 181 mGy cm 2 for the low-dose radiographs, and 41 ± 19 and 81 ± 39 mGy cm 2 for micro-dose radiographs. Image quality was lower with the micro-dose protocol. The agreement was "good" to "very good" for all measured clinical parameters when comparing the low-dose and micro-dose protocols (ICC > 0.73). Conclusion The micro-dose protocol substantially reduced the delivered dose (by a factor of 5-7 compared to the low-dose protocol) in braced children with AIS. Although image quality was reduced, the micro-dose protocol proved to be adapted to radiological follow-up, with adequate image quality and reliable clinical measurements.
1. Imaging plays a major role in the diagnosis and follow -up of inbrace Adolescent Idiopathic Scoliosis (AIS). 2. EOS Micro Dose protocol resulted in a significant reduction of the delivered dose, by a factor of 5 to 7 compared to the conventional lowdose protocol. 3. EOS Micro Dose Protocol maintains an interpretable image quality and good inter-rater agreement of 3D spine measurements in braced children.
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Take Home Messages 1. The Micro Dose images would be best uƟlized for following curve progression aŌer the iniƟal diagnosis has been made of in-brace spine curvature in AIS paƟents.
2. The Micro Dose protocol enables a reliable spine assessment with significant dose reducƟon in adolescents that are regularly exposed to ionizing radiaƟon.
Introduction
Imaging plays a major role in the diagnosis and follow-up of adolescent idiopathic scoliosis (AIS). During orthopedic treatment of AIS, adolescents wear a brace and undergo frequent radiological follow-up involving the acquisition of radiographs. The Scoliosis Research Society (SRS) has recently emphasized the clinical relevance and impact of 3D analyses [1, 2] . Moreover, the evaluation of spinal deformities in the transverse plane provides new information that is useful in the early stage to evaluate the severity of the scoliosis and impact the therapeutic decisions [3, 4] . EOS low-dose biplanar radiographs (EOS imaging, Paris, France) are particularly adapted to diagnosis and follow-up of AIS, since they allow 3D modeling of the spine in a weight-bearing position, with a significant reduction in radiation dose, compared to computed and digital radiographs [5] . Radiologists must remain vigilant, particularly with a young population undergoing frequent examinations involving ionizing radiations: increased risk of leukemia and brain cancer have been linked to an increase in radiation exposure, even at low doses [6, 7] . This phenomenon has been predicted in pediatric orthopedic patients treated for idiopathic scoliosis, hip dysplasia, and leg-length discrepancy [8] . During spine radiographs, radiosensitive organs such as the thyroid and breasts are exposed to radiation [9] . The cumulative radiation exposure due to periodic full spine radiographs in patients with AIS has recently been estimated to 15 mSv, resulting in a significantly increased cancer risk, especially in females [10, 11] . According to the "As Low As Reasonably Achievable'' (ALARA) principle [12] , reducing unnecessary radiation exposure should be a priority, although without compromising the quality of care. A micro-dose protocol is available with the EOS system, which further reduces the radiation dose when compared to the conventional lowdose protocol, and is currently being used in clinical practice [13, 14] . Assessing the reduction in delivered dose using the micro-dose protocol, and the associated impact on image quality and on the reliability of 3D parameter measurement, is required.
The aim of the present study is to compare the radiation dose, image quality and reliability of 3D spine measurements between the EOS micro-dose and conventional lowdose protocols in braced AIS patients.
Materials and methods

Study sample, imaging protocol and radiation dose
Following institutional review board approval, 25 consecutive patients (20 females and 5 males) followed for AIS and undergoing brace treatment were prospectively included in this study. The mean age was 12 years (SD 2 years, min 8 years, max 15 years). Exclusion criteria included previous spine surgery and patients with lumbosacral transitional vertebrae (lumbarized S1 or sacralized L5).
For each patient, in-brace biplanar radiographs were acquired with the EOS system (Paris, France) in a standing position, using both the conventional low-dose protocol [15] and the micro-dose protocol [13, 14] . The acquisition parameters of the micro-dose and conventional low-dose protocols are summarized in Table 1 . Radiation exposure, as assessed by the dose area product (DAP), was recorded for the lowdose and micro-dose images (Table 1 ).
Image quality assessment
Images were reviewed independently under identical conditions by two experienced radiologists who were blinded to the acquisition protocol. Diagnostic image quality was assessed using a list of 20 anatomical criteria adapted from the "European Guidelines on Quality Criteria for Diagnostic Radiographic Images" [16] , which are suitable for a thorough analysis of scoliosis [17] . Nineteen criteria concerned the visibility of anatomical structures (vertebral body, pedicles and spinous process at each spinal level, femoral heads, sacrum, posterior inferior iliac spines, clavicles, chest, mediastinal lines and degree of ossification of the iliac crest, as defined by the Risser index). Each criterion was rated from 1 to 4, according to the least visible structure for each criterion: (1) structure not detectable, (2) structure visible but features not perceptible, (3) features discernible but not clearly defined, (4) features clearly defined. The 20th criterion was the ability of the observer to measure the Cobb angles reliably and accurately. Both observers were trained on a set of images not included in the analysis prior to performing the study.
Statistical analysis
Statistical analysis was performed with MedCalc software (MedCalc Software bvba, version 12; Ostend, Belgium). Agreement on image quality assessment between the two radiologists was evaluated using an inter-rater agreement (Kappa, κ) for each of the 20 criteria mentioned above. Agreement was considered "fair" for κ values between 0.21 and 0.40, "moderate" for κ values between 0.41 and 0.60, "substantial" for κ values between 0.61 and 0.80, and "excellent" for κ values between 0.81 and 1. A Wilcoxon signed rank test with continuity correction was used to compare the image quality results obtained from the low-dose and micro-dose protocols for the different anatomical structures. Significance was set at p < 0.05.
Inter-rater reliability of the 3D measurements was assessed with an intraclass correlation coefficient (ICC) and 95% confidence intervals, for both the low-dose and micro-dose images [12] . An ICC greater than 0.91, between 0.71 and 0.91, between 0.51 and 0.70, or less than 0.51 was considered to represent a very good, good, moderate or poor agreement, respectively.
The reliability of micro-dose versus low-dose measurements was then evaluated by utilizing a one-way analysis of variance (ANOVA) comparing the inter-rater measurement differences of both protocols. Significance was set at p < 0.05.
3D modeling and clinical parameters reliability
Two experienced operators performed the 3D modeling process once for each of the 25 subjects in a random order, for both the low-dose and micro-dose radiographs (total 100 reconstructions). Reconstructions were performed using the "fast spine" workflow with the sterEOS software (EOS imaging, Paris, France). The following clinical measurements were obtained from the 3D models and recorded for each patient: T1T12 and T4T12 kyphosis, L1L5 and L1S1 lordosis, Cobb angle of the main curve, pelvic incidence, pelvic tilt and sacral slope.
Results
Imaging protocol and radiation dose
None of the patients required a second acquisition for 3D analysis (due to excessive motion, image acquisition errors, etc). The micro-dose protocol reduced radiation exposure from factor of 5-7 compared to low-dose [mean DAP was reduced from 300 ± 134 to 41 ± 19 mGy cm 2 for the posteroanterior (PA) radiographs, and from 433 ± 181 to 81 ± 39 mGy cm 2 for the lateral (LAT) radiographs].
Image quality assessment
The mean inter-rater agreement (κ) based on 100 images (50 PA and 50 LAT) studied with the 20 anatomical criteria defined earlier was 0.94. The mean results for each of the image quality criteria, between low-dose and micro-dose images, are detailed in Table 2 .
Reliability of 3D modeling and clinical parameter measurements
The anatomical landmarks that are required for the 3D reconstruction process were visible on all radiographs, and their identification was possible in all cases (Fig. 1) . Parameters obtained from the 3D spine models reconstructed from the low-dose and micro-dose stereoradiographs are reported in Table 3 . Inter-rater reliability of the 3D measurements was good to very good (ICC > 0.73). Detailed results for each measurement are reported in Table 4 . No statistical difference was found between low-dose and micro-dose measurements, as reported in Table 5 .
Discussion
Radiography plays a major role in confirming the initial diagnosis of AIS and is essential for follow-up and the evaluation of curve progression over time. Orthopedic treatment of AIS with bracing requires regular assessment through medical imaging every 6-24 months, to assess the risks and benefits of different treatment options. For children with AIS, Presicutti et al. have reported that the mean number of radiographs per year was up to 12 for those undergoing surgical treatment, and 5.7 for those undergoing bracing treatment [18] . Decreasing radiation exposure associated with imaging, especially in these populations, remains an important objective for radiologists, because of their potentially increased risk of developing cancer. Low-dose EOS images and 3D models provide a useful tool for the radiological follow-up of AIS [13] . Law et al. have shown that the maximal cumulative effective dose from an early onset patient undergoing semi-annual EOS full spine scan from 10 up to 18 years old was 1.85 mSv for girls and 1.52 mSv for boys, which was about seven times in using EOS system when compared with using digital imaging systems [19] . The micro-dose protocol promises to allow further dose reduction for these at-risk patients. The aim of our study was to compare the radiation dose, image quality and 3D spine measurements of the conventional EOS low-dose and micro-dose protocols in children wearing a brace. The use of the EOS micro-dose protocol resulted in a reduction of the radiation exposure by a factor of 7 for the PA view and 5 for the LAT view, when compared to the low-dose protocol. In this study, the 3D models reconstructed from the micro-dose images had a good to very good interobserver agreement for all clinical measurements (ICC > 0.73). Reliability of 3D measurements was comparable between the low-dose and micro-dose measurements, with no statistically significant difference amongst the clinical parameters that were assessed. Although not significantly different, mean inter-rater 3D measurement of T1T12 kyphosis was 5.5° ± 5° with micro-dose versus 3.5 ± 3.6° with low-dose (p = 0.12). This discrepancy can be explained by two factors. First, even though the children were wearing a brace, motions (swaying or breathing) between acquisition may have occurred and led to small motion artefacts, which could have resulted in measurement differences between the low-dose and micro-dose acquisitions, while maintaining an excellent agreement between two observers. Second, as was observed during the image quality assessment, the micro-dose protocol provided lower image quality, particularly on the upper thoracic spine. Even though the microdose images remained interpretable, it may be difficult to visualize some specific parts of thoracic vertebrae, which may have led to increased inter-rater variability in the 3D reconstructions particularly in this region. The same difficulty has already been observed in previous study by Rehm et al. with low-dose protocol [20] . It could be explained by the fact that the axial rotation of the vertebra resulted mainly from the adjustment of the pedicles and the posterior arch in the frontal view. These structures can be difficult to identify in the upper and middle thoracic spine, because of the lower diameter and the obtuse angle of the pedicles and the posterior arch in comparison to the lumbar spine. However, radiologists can still determine the Cobb angle and obtain clinical measurements with a good reliability in braced children. It should also be noted that the measurement error observed here was within the reported reproducibility for the sterEOS measurements with low-dose protocol [20] , and was similar to results that have been reported previously in the literature using standard radiographic methods [21] . These differences were not likely to affect the diagnostic or prognostic evaluation of the patient and were, therefore, not Table 3 Descriptive 3D radiographic measurements (in degrees) obtained using the low-dose (n = 25) and micro-dose biplanar stereoradiographs (n = 25) [22] . As reported by Newton et al., the standard EOS low-dose images provided better image quality and should be used for initial diagnostic evaluation and preoperative assessment in AIS [14] . The micro-dose images would be best utilized for following curve progression after the initial diagnosis has been made, and for evaluating the in-brace spine curvature in AIS patients. The EOS micro-dose protocol enabled a reliable spine assessment with significant dose reduction in this population that is regularly exposed to ionizing radiation. Branchini et al. have highlighted that the shielding of testes and the exclusion of eyes from the EOS scan could allow to further reduce the dose [23] . The long-term impact of the decreased cumulative radiation exposure on the risk of developing cancer for these children would require prospective studies.
Conclusions
The use of the EOS micro-dose protocol resulted in a significant reduction of the delivered dose, by a factor of 5-7 compared to the conventional low-dose protocol, while maintaining an interpretable image quality and good interrater agreement of 3D spine measurements in braced children. The micro-dose protocol constitutes a very promising tool for the follow-up of children with adolescent idiopathic scoliosis.
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